Supplementary Material 1. Characteristics of Included Studies.
Supplementry Table 1: Characteristics of included studies
	S. No
	Author (Last name et al.)/Ref
	Year
	Subjects
	Age ±SD
	Male n (%)
	FFR Threshold
	Vendors
	MS
	Data Analysis
	IBMF
	CAD
	Prior MI
	DM
	HTN
	MVD
	HLD
	Smoking

	1
	Bernhardt/3
	2012
	37
	62 ± 10.9
	26/70
	0.8
	Philips
	1.5T
	Semiquantitative
	1
	62
	NA
	15
	79
	NA
	53
	47

	2
	Bettencourt/4
	2013
	139
	62± 8
	68/48
	0.8
	Siemens
	1.5T
	Quantitative
	1
	39
	NA
	39
	72
	45
	79
	34

	3
	Chiribiri/5
	2013
	67
	61 ± 9
	52/79
	0.8
	NA
	3.0T
	NA
	8
	82
	0
	25
	NA
	40
	0
	24

	4
	Costa/6
	2007
	37
	65 ± 11
	16/43
	0.75
	Siemens
	1.5T
	Quantitative
	8
	97
	NA
	23
	80
	70
	57
	20

	5
	Ebersberger/7
	2013
	120
	63 ± 14
	71/59
	0.8
	Philips
	3.0T
	Semiquantitative
	1
	29
	NA
	26
	60
	38
	54
	53

	6
	Futamatsu/8
	2007
	37
	65 ± 11
	15/43
	0.75
	NA
	3.0T
	NA
	NA
	NA
	NA
	NA
	NA
	NA
	NA
	NA

	7
	Ghekiere/9
	2018
	46
	61 ± 9 
	33/72
	0.8
	Siemens
	1.5T
	Semiquantitative
	3
	17
	NA
	26
	72
	N/A
	78
	37

	8
	Groothius/10
	2013
	210
	56± 10
	96/46
	0.75
	Siemens
	1.5T
	Semiquantitative
	8
	25
	4
	12
	38
	NA
	20
	27

	9
	Hamada/11
	2017
	357
	63 ± 11
	251/70
	0.8
	Philips
	1.5T
	Quantitative
	NA
	62
	NA
	22
	76
	NA
	66
	38

	10
	Huber/12
	2012
	31
	67 ± 12
	27/87
	0.75
	Siemens
	1.5T
	Quantitative
	4
	74
	19
	23
	36
	43
	29
	85

	11
	Jogiya/13
	2012
	55
	63.5± 10.8
	41/77
	0.75
	Philips
	3.0T
	Quantitative
	2
	64
	NA
	30
	66
	29
	83
	17

	12
	Kamiya/14
	2014
	25
	67.5±7.2
	14/11
	0.8
	Philips
	3.0T
	Visual/semi
	NA
	80
	0
	60
	64
	56
	NA
	NA

	13
	Kirschbaum/15
	2011
	50
	64 ± 10
	38/76
	0.8
	GE
	1.5T
	Quantitative
	4
	NA
	NA
	18
	50
	NA
	64
	20

	14
	Kuhl/16
	2007
	30
	63 ± 11
	17/56
	0.75
	Philips
	1.5T
	Semiquantitative
	1
	68
	NA
	25
	64
	42
	32
	57

	15
	Lockie/17
	2011
	42
	57.4 ± 9.6
	33/79
	0.75
	Philips
	3.0T
	Semiquantitative
	1
	64
	NA
	19
	NA
	NA
	NA
	21

	16
	Luu/18
	2014
	37
	61 ± 8
	29/78
	0.8
	NA
	1.5T
	NA
	4
	78
	0
	25
	53
	NA
	75
	70

	17
	Manka/19
	2015
	156
	63 ± 10
	109/70
	0.8
	NA
	3.0T
	NA
	4
	57
	0
	18
	73
	38
	67
	49

	18
	Manka/20
	2012
	120
	63.7± 11.9
	90/75
	0.75
	Philips
	1.5T
	Semiquantitative
	NA
	55
	NA
	26
	73
	13
	57
	44

	19
	Nakamori/21
	2017
	96
	70 ± 9
	68/70
	0.8
	Philips
	1.5T
	Visual
	NA
	47
	21
	38
	71
	NA
	64
	20

	20
	Nissen/22
	2018
	148
	61.9±7.9
	88/60
	0.8
	Siemens
	1.5T
	Quantitative
	NA
	40
	N/A
	10
	N/A
	47
	NA
	NA

	21
	Pan/23
	2015
	71
	60.1±6.4
	57/14
	0.75
	Siemens
	3.0T
	Quantitative
	NA
	55
	0
	31
	58
	17
	NA
	NA

	22
	Papanastasiou/24
	2016
	24
	63±7
	20/4
	0.8
	Siemens
	3.0T
	Quantitative
	NA
	67
	30
	13
	54
	25
	NA
	NA

	23
	Pereira/25
	2013
	80
	61 ± 8
	54/68
	0.8
	NA
	1.5T
	NA
	4
	46
	44
	NA
	72
	51
	76
	10

	24
	Ponte/26
	2014
	95
	62 ± 8
	64/68
	0.8
	NA
	1.5T
	NA
	4
	68
	0
	39
	75
	44
	80
	15

	25
	Rieber/27
	2006
	50
	65.5 ± 8.1
	38/76
	0.75
	Siemens
	1.5T
	Semiquantitative
	4
	67
	19
	23
	86
	39
	NA
	35

	26
	Schuchlenz/28
	2010
	82
	62
	NA
	0.8
	NA
	3.0T
	NA
	NA
	NA
	NA
	NA
	NA
	NA
	NA
	NA

	27
	Walcher/29
	2012
	42
	63.1± 9.9
	27/64
	0.8
	Philips
	1.5T
	Semiquantitative
	1
	47
	NA
	14
	78
	NA
	53
	47

	28
	Watkins/30
	2009
	103
	60± 9
	75/73
	0.75
	Siemens
	1.5T
	Semiquantitative
	1
	75
	24
	16
	62
	48
	78
	57

	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	


*MS:Magnetic Strenght, IBMF:Interval Between MRI and FFR(weeks), Gray: Demographics, Pink:Prevalence in percentages
